Purpose: To evaluate the subjective and objective visual results after the implantation of a new trifocal diffractive intraocular lens. Methods: A new trifocal diffractive intraocular lens was designed combining two superimposed diffractive profiles: one with +1.75 diopters (D) addition for intermediate vision and the other with +3.50 D addition for near vision. Fifty eyes of 25 patients that were operated on by one surgeon are included in this study. The uncorrected and best distance-corrected monocular and binocular, near, intermediate, and distance visual acuities, contrast sensitivity, and defocus curves were measured 6 months postoperatively. In addition to the standard clinical follow-up, a questionnaire evaluating individual satisfaction and quality of life was submitted to the patients. Results: The mean age of patients at the time of surgery was 70 ± 10 years. The mean uncorrected and corrected monocular distance visual acuity (VA) were LogMAR 0.06 ± 0.10 and LogMAR 0.00 ± 0.08, respectively. The outcomes for the binocular uncorrected distance visual acuity were almost the same (LogMAR −0.04 ± 0.09). LogMAR −010 ± 0.15 and 0.02 ± 0.06 were measured for the binocular uncorrected intermediate and near VA, respectively. The distancecorrected visual acuity was maintained in mesopic conditions. The contrast sensitivity was similar to that obtained after implantation of a bifocal intraocular lens and did not decrease in mesopic conditions. The binocular defocus curve confirms good VA even in the intermediate distance range, with a moderate decrease of less than LogMAR 0.2 at −1.5 D, with respect to the best distance VA at 0 D defocus. Patient satisfaction was high. No discrepancy between the objective and subjective outcomes was evidenced. Conclusion: The introduction of a third focus in diffractive multifocal intraocular lenses improves the intermediate vision with minimal visual discomfort for the patient.
Introduction
Multifocal lenses remain the best solution to achieve spectacle independence after cataract surgery. 1 Two types of multifocal intraocular lenses (IOLs) are currently present on the market: refractive and diffractive. The optical function of the refractive IOLs derives from the refractive zones for distance and near vision allocated concentrically over the optic lens. The main disadvantage of this lens type is the significant pupildependence and the loss of energy in the transition zone. Diffractive IOLs use a diffractive pattern to create an additional focus for near vision in the first diffraction order. Although part of the incident light is intrinsically lost at higher orders of diffraction, studies have shown that the IOL offers good distance and near visual acuity (VA). It has This article was published in the following Dove Press journal: Clinical Ophthalmology 30 September 2013 Number of times this article has been viewed also been reported that diffractive IOLs achieve better optical quality, based on optical bench measurements, than refractive multifocal IOLs. 2 Publications presenting results from clinical studies indicate better contrast sensitivity after diffractive IOL implantation than for refractive multifocal IOL implantation for equivalent visual acuities. 3 However, most studies also report poor scores for intermediate vision, correlating to worse intermediate visual acuity. 4, 5 It has also been reported that the implantation of bifocal diffractive IOLs leads to a higher percentage of spectacle-dependent patients, especially for intermediate distance vision.
More than 70 publications regarding multifocal IOLs have been published since 2010, according to a bibliographic search performed on http://www.pubmed.com, the online database of the American National Institute of Health. All of them are related to results obtained for bifocal IOLs, except the one on the multifocal IOL (MIOL)-Record (Reper-NN, Nizhegorodskaya, Russia). 6 Hence, the quality of vision with multifocal IOLs is a real concern. In many cases, photic phenomena (glare, halos, positive or negative dysphotopsia) are described after multifocal lens implantation. 7 Blurred vision is the primary reason for explantation. 8 Most surgeons are demotivated to select multifocal implants due to the above-mentioned side effects, and due to the fact that available multifocal IOLs on the market do not cover the full range of vision and often have insufficient intermediate vision. 9, 10 A new trifocal IOL, the FineVision IOL (PhysIOL, Liège, Belgium), has become commercially available as of 2010. The introduction of a third focal point in multifocal IOL optics is expected to enhance the VA in intermediate distance for patients who need sight in this range (eg, for computer work). A risk of an additional defocus image with trifocal diffractive IOLs exists compared to their bifocal counterparts and should be addressed with care. Theoretically, it might increase the number of patients with blurred vision due to two permanent defocus images.
A pilot study has been conducted over a prospective consecutive case series of the first 50 implantations with FineVision performed in Clinique Saint-Jean. The study presented here was designed to determine the clinical outcomes of the FineVision lens and to investigate the influence of the added intermediate vision on distance and reading.
Material and methods

Study design
This prospective study comprises 50 eyes in 25 consecutive patients who had cataract surgery or refractive lens exchange with the bilateral implantation of the FineVision trifocal IOL between June 2010 and March 2011 at the Clinique Saint-Jean and the Brussels Eye Doctors Private Clinic in Brussels, Belgium. The guidelines of the Helsinki Declaration were followed, and informed consent was obtained from all patients.
intraocular lens
The diffractive trifocal optic profile of the multifocal IOL FineVision (Figure 1) is applied on the platform of the IOL, Micro AY (PhysIOL, Liège, Belgium), with clinical outcomes since 2004. It has four closed haptics and is made of hydrophilic methacrylate with 25% water content at the equilibrium. FineVision efficiently filters hazardous ultraviolet and blue light. It has a biconvex and aspheric optic allowing for spherical aberrations of −0.11 µm at 5.0 mm aperture (Z 40 ). Its optic diameter is 6.15 mm, and its total diameter 10.75 mm. The haptic angulation is 5°.
Detailed presentation of the trifocal IOL design of FineVision has been presented recently in a scientific publication by Gatinel et al. 11 This lens combines two diffractive patterns, one adding +3.50 diopters (D) for the near vision and the other one +1.75 The IOL is based on a fully diffractive optic with gradual attenuation of the diffractive step height throughout the entire optic, resulting in a continuous change of the light energy distribution directed to the three primary foci. When the pupil aperture becomes larger, the peripheral steps are progressively exposed, with increasing amounts of light dedicated to distance vision and less light to the near and intermediate focal points. This gradual decrease of the step height from center to periphery has been shown to reduce halos, which are generated by defocused light under dim conditions. 12 The percentage of lost energy for typical bifocal diffractive IOLs is 18%-20%, while it is approximately 15% for the IOL FineVision. This is due to accumulation of the energy from the second order of the diffractive pattern for the intermediate vision (+1.75 D) to the energy from the first order of the diffractive pattern for the near vision (+3.50 D). Thus, the selection of this double-diffractive pattern saves energy which is used for near vision and if lost would increase the risk of blurred image.
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Patient selection
During the preoperative examination, VA was measured using a Snellen chart, intraocular pressure using a Goldmann tonometer, axial length and keratometric values using the IOLMaster 500 (Carl Zeiss Meditec, Jena, Germany). A slit lamp examination of the anterior segment and an indirect ophthalmoscopy were performed; ocular comorbidities (such as diabetic retinopathy, age-related macular degeneration, cornea guttata, or pseudoexfoliative syndrome) were exclusion criteria. Patients with corneal astigmatisms greater than 1.75 D were not considered for inclusion in the study. The patient's expectations regarding spectacle independence and visual quality were also assessed.
Surgical technique
One surgeon performed the surgeries using a standard bimanual phaco-chop technique of sutureless microincision, phacoemulsification, and topical anesthesia. The IOL was inserted by docking the cartridge into the incision. Postoperative topical therapy included a combination of topical antibiotic and steroidal agents.
Follow-up
The patients were examined 6 months after surgery, and the following measurements were performed: slit lamp examination, intraocular pressure measurements, and VA measurements. All of the following were measured in monocular and binocular circumstances, and in photopic and mesopic conditions: Light conditions were fixed at 10 lux; mesopic conditions were fixed at 10 lux, and photopic conditions were fixed at 500 lux (3 cd/m² [candela per square meter] and 85 cd/m², respectively).
The VA was measured using a Snellen optotype for distance vision and a Parinaud optotype for near vision. The intermediate VA was assessed with a decimal scale at 70 cm with a near optotype calibrated for 35 cm. Converting the decimal values of the measured VA into a LogMAR scale, the minimum angular resolution (MAR) is divided by 2 (which is the ratio between 70 and 35 cm). This involves subtracting Log(2) from the original converted decimal values into LogMAR values, LogMAR = Log (1/Decimals).
The binocular defocus curve was established using a defocalization lens from +4 D to −4 D and the best correction for distance by increment of 0.5 D. Postoperative keratometry was performed to assess the surgically induced astigmatism using the Alpins Method. 12 The contrast sensitivity test was performed under photopic (85 cd/m²) and mesopic (3 cd/m²) conditions using the CVS1000 contrast sensitivity test (VectorVision, Greenville, SC, USA). The patients were surveyed using the questionnaire listed in Table 1 .
Statistics
The results are presented as the mean ± standard deviation (SD) and were calculated using Excel worksheet 2007 
Results
Five patients were operated on for refractive lens extraction and the others for cataract surgery. The preoperative outcomes are listed in Table 2 . Normality was achieved for all data (P , 0.05).
The VA outcomes are listed in Table 3 for monocular, and Table 4 for binocular, vision. The mean uncorrected distance visual acuity was LogMAR 0.06 ± 0.09, the mean uncorrected near VA was LogMAR 0.11 ± 0.12, and the mean uncorrected intermediate VA was LogMAR 0.05 ± 0.19.
The monocular corrected distance VA was assessed with a mean spherical equivalent of 0.10 ± 0.37 D. Ninety percent of eyes had a spherical equivalent less than or equal to ±0.5 D, and 100% had a spherical equivalent less than or equal to ±1 D. Figure 2 shows the distribution of the spherical equivalent.
The near and intermediate, monocular and binocular, distance-corrected visual acuities (corrected near VA and corrected intermediate VA, respectively) decreased in mesopic conditions (P , 0.05), whereas there was no significant difference in the monocular and binocular distance-corrected visual acuities between mesopic and photopic conditions (P . 0.05).
After 6 months, the surgically induced astigmatism calculated by the Alpins method was 0.10 D at −3°.
The binocular defocus curve with the distance correction is given in Figure 3 . The objective outcomes from the defocus curve are consistent with the measured VA, especially for near and intermediate vision.
The contrast sensitivities in photopic and mesopic conditions are given in Figure 4 . There was no significant difference in the distance VA between photopic and mesopic conditions (P . 0.05).
A summary of the questionnaire answers regarding the photic phenomena is given in Figure 5 . Twenty-four percent of the patients reported spontaneously seeing halos, 8% on inquiry, but halos were not seen by 68% of the patients. The population reporting halos was younger (66 ± 6 years) than those who did not see halos (72 ± 9 years) (P , 0.05). Nevertheless, the halos were not considered to be bothersome. The quality of vision was then assessed with respect to the preoperative condition. Ninety-two percent of patients would undergo implantation with the same IOL. Eight percent had no opinion, as they argued that they had no point of comparison. The quality of vision was estimated to be good for watching TV and book reading in 100% of cases and was good for needlework in 88% of cases. Spectacle independence was achieved for 100% of eyes for distance vision and for 80% for near vision. In the 20% of the patients requiring spectacles for near vision, half of them only needed their spectacles for very small characters.
Discussion
The purpose of the present pilot study was to analyze the objective and subjective outcomes after the implantation of a diffractive trifocal IOL, and to compare the clinical findings with the theoretical findings.
Randomized-controlled trials are considered to be the reference standard for assessing medical interventions, such as surgical implants. However, randomized-controlled trials may involve a number of limitations that affect their performance, 13 such as ethical aspects in the process of randomization. [14] [15] [16] Only one publication 6 is available on the outcomes of the implantation of another diffractive trifocal MIOL, and the findings it details are not very encouraging. The optical principles of the MIOL are very different from the FineVision IOL; the former being made of concentric diffractive zones allocated to near, intermediate, and distance visions, combining diffractive and refractive IOL principles. There was no existing scientific evidence that would have ethically justified a randomized controlled trial with the FineVision IOL. Two publications 17, 18 about the FineVision lens are now available, which were not yet published at the time of this study.
This study is a consecutive case series of 50 eyes in compliance with the ISO 11979-7 standard guidelines, which recommends a 50-case series for a new IOL. The studied cohort followed a normal distribution, and according to the central limit, the mean and standard deviation of these 50 eyes represent the broader population. However, this study is limited in the small number of patients and in the inclusion of both eyes. As a pilot study, it must not include too large a number of patients "in order to minimize exposure to the risks of a new IOL" (from NBN_EN_ISO standard 11979-7).
Visual acuity
The outcomes with the FineVision IOL (Table 3) are good for intermediate and near vision, and are similar to the outcomes of several studies on the implantation of multifocal IOLs that have been reported in a recent article from de Vries et al. 19 Furthermore, the distance and near visual acuities are maintained with the trifocal IOL while enhancing the intermediate visual acuity. The distance vision is maintained in dim conditions, which is consistent with the optical bench results. 11 For increased pupil diameter, more energy is being allocated to far vision, whereas for smaller pupil aperture, part of this energy becomes useful for intermediate and near vision.
Spectacle independence
The VA outcomes are confirmed by the percentage of spectacle independence, which is larger than any of those reported in other studies. 19 Spectacle independence is achieved for 100% of eyes for distance vision and for 80% for near vision with the FineVision IOL. In the 20% of the patients requiring spectacles for near vision, half this number need them for very small characters only. The safety of the IOL, compared to typical bifocal diffractive IOL, is demonstrated by the maintained far and near vision. Indeed, spectacle independence is achieved in only 7.5% of patients implanted with a monofocal lens. 19 
Subjective outcomes
The ability to test functional tasks adds credibility to VA outcomes and may be more aligned with patient expectations. For example, a VA test does not assess whether a patient is able to comfortably read the newspaper or watch TV. No patients reported poor vision quality when watching TV or reading a book with the FineVision lens. As it has been noted, there is no consensus on which test should be taken to assess patient satisfaction. 19 Yet the absence of complaint remains a good criterion for the surgeon. 11 This is probably due to the fact that both FineVision and Restor had been designed with a gradual decrease of the diffractive step height from center to optic periphery, which allows the progression allocation of more light energy to the distance focus at larger pupils, favoring distance vision in dim conditions. 11 In contrast, Tecnis and Acrilisa IOLs show constant diffractive step height on the entire optic with a constant light energy distribution between the near and far foci at different pupil size and lighting conditions.
Contrast sensitivity
Defocus curve
The Snellen and the Early Treatment Diabetic Retinopathy Study distance optotypes are standardized for any country. 8, 10 Acrysof restor Aspheric +4D 1.7 0.6 de Vries et al 8, 10 Acrysof restor Aspheric +3D 26, 27 Oculentis, 28 and Acrilisa 366D lenses, 9 all showed a drop in the VA of at least two lines at a vergence of −1.5 D.
Photic phenomena
The study by de Vries et al 8 showed that 38.2% of patients were dissatisfied after implantation of a multifocal IOL because they experienced major photic phenomena, with or without blurred vision. There is an important discrepancy between the reported rates of subjective photic phenomena. 18 This discrepancy could be due to the explanations given to the patient by the surgeon to describe photic phenomena. Glare can be translated as sensitivity to light (dazzle) or as the sensation of a white veil in front of the actual image. Halos can also be explained in two ways: dazzle with light or rings around lights. The authors are aware that subjective inquiry is not optimal for the quantification of halos; proper halometry appears more convenient and should be considered in the future. Nevertheless, the trifocality of the FineVision lens does not appear to introduce any additional problems to those reported for diffractive bifocal MIOLs. This may be explained by the number of diffractive steps (26 steps) used in the FineVision IOL, which is lower than that for other diffractive IOLs (32 for the Tecnis and 28 for the Acrilisa), thus reducing the halos induced by the diffractive edges. In addition, FineVision shows convoluted diffractive steps, ie, with smoothed edges. Halos are therefore attenuated compared to more or less convoluted IOLs with sharp diffractive steps.
Conclusion
The FineVision trifocal diffractive IOL induces minimal photic phenomena (halos, glare) and provides good VA for distance, near, and intermediate vision, and thus good spectacle independence. No ghost images were reported, even with questioning. Intermediate vision was good when tested with the near visual chart as well as with a defocus addition of the defocus curve. Distance and near visual acuities were similar to those obtained with a bifocal IOL. The contrast sensitivity did not decrease upon dim conditions. As a pilot study, statistical analysis is limited to descriptive statistics. These outcomes are to be confirmed in the future with a randomized control trial built with the outcomes of this pilot study as criteria.
